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INTRODUCTION 

NaturalVue (etafilcon A) Daily Disposable Soft (Hydrophilic) Contact Lenses are made from etafilcon A with a water 
content of 58% by weight. 
For a complete listing of lens parameters, please refer to LENS PARAMETERS section below. 
This Fitting and Information Guide has been developed to provide the Eye Care Professional with information 
covering characteristics of the NaturalVue (etafilcon A) Daily Disposable Soft (Hydrophilic) Contact Lenses, and to 
illustrate fitting procedures.  Please read carefully and keep this information for future use. 
See Instructions for Use for Actions, Contraindications, Warnings, Precautions, Adverse Reactions and Patient Lens 
Care Directions. 

DESCRIPTION 

NaturalVue (etafilcon A) Daily Disposable Soft (Hydrophilic) Contact Lenses are manufactured from a hydrophilic 
copolymer of 2-hydroxyethyl methacrylate (2-HEMA) and Methacrylic Acid (MAA). When fully hydrated, the lenses 
consist of 42% (etafilcon A) and 58% water by weight when immersed in borate buffered saline. The lenses 
incorporate a UV-absorbing compound and a blue visibility-handling tint (color additive Reactive Blue 19) in 
accordance with 21 CFR part 73.3121. A benzotriazole UV absorbing monomer is used to block UV radiation. The 
UV blocking averages 98% in the UVB range of 280 nm to 315 nm and 84% in the UVA range of 315 nm to 380 nm. 
The etafilcon A name has been adopted by the United States Adopted Names Council (USAN). 

LENS PARAMETERS 

NaturalVue Enhanced Sphere  

 Diameter: 12.0mm to 15.0mm 
 Center Thickness: 0.08 @ -3.00D (varies with power)  
 Base Curve: 7.80mm to 10.00mm 
 Powers: +20.00D to -20.00D 

NaturalVue Enhanced Toric 

 Diameter: 12.0mm to 15.0mm  
 Center Thickness: 0.08mm @ -3.00 D (varies with power)  
 Base Curve: 7.80mm to 10.00mm  
 Powers: +20.00 D to -20.00 D  
 Cylinder: -0.25 D to -10.00 D  
 Axis: 0° to 180° in 5° increments 

NaturalVue Multifocal 

 Diameter: 12.0mm to 15.0mm 
 Center Thickness: 0.12 @ -3.00 D (varies with power)  
 Base Curve: 7.80mm to 10.00mm 
 Powers: +20.00 D to -20.00 D 
 ADD Powers: Extended depth of focus (center distance) design provides a single universal ADD power effective 

up to +3.00 D add requirement. 

NaturalVue Enhanced Multifocal 

 Diameter: 12.0mm to 15.0mm 
 Center Thickness: 0.08 @ -3.00 D (varies with power)  
 Base Curve: 7.80mm to 10.00mm 
 Powers: +20.00 D to -20.00 D 
 ADD Powers: Extended depth of focus (center distance) design provides a single universal add power effective up 

to +3.00 D add requirement. 

NaturalVue Enhanced Multifocal Toric 

 Diameter: 12.0mm to 15.0mm  
 Center Thickness: 0.08 @ -3.00D (varies with power)  
 Base Curve: 7.80mm to 10.00mm  
 Powers: +20.00 D to -20.00 D  
 Cylinder: -0.25D to -10.00 D  
 Axis: 0° to 180° in 5° increments 
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The physical/optical properties of the lens are: 
 Refractive index: 1.402 
 Light Transmittance: 95% minimum 
 Water Content: 58%    
 Oxygen Permeability (Dk): 19.73*10-11 (cm2/s){mlO2ml/ (ml x mmHg)} 
 

TRANSMITTANCE CURVES 

Typical Transmittance Profile of –3.00 D NaturalVue (etafilcon A) Daily Disposable Soft (Hydrophilic) Contact Lenses 
with UV blocker versus a human cornea from a 24-year-old person and a human crystalline lens from a 25-year-old 
person. 
 

 

 
NaturalVue (etafilcon A) disposable soft 
(hydrophilic) contact lenses 

 Human cornea (24-year-old person) 
 Human crystalline lens (25-year-old person) 

Notes: 
1. Lerman, S., Radiant Energy and the Eye, MacMillan, New York, 1980, p. 58, Figure 2-21. 
2. Waxler, M., Hitchins, V.M., Optical Radiation and Visual Health, CRC Press, Boca Raton, Florida, 1986, p. 19, 
Figure 5. 

ACTIONS 

In the hydrated state, the NaturalVue (etafilcon A) Contact Lenses, when placed on the cornea, acts as a refracting 
medium to focus light rays on the retina. 
The visibility tinting of the NaturalVue (etafilcon A) Daily Disposable Soft (Hydrophilic) Contact Lenses allows the lens 
to become visible to the wearer when the lens is not on the eye. The NaturalVue (etafilcon A) Contact Lenses blocks 
84% of UVA radiation and 98% UVB radiation average across the spectrum. (Please refer to the above transmittance 
curve graph) 
Note: Long term exposure to UV radiation is a part of the risk factors associated with cataracts. Exposure is 
according to a number of factors, for instance environmental conditions (altitude, geography, cloud cover) and 
personal factors (extent and nature of outdoor activities). UV-absorbing contact lenses help provide protection against 
harmful UV radiation. However, clinical studies have not been done to demonstrate that wearing UV-absorbing 
contact lenses reduces the risk of developing cataracts or other eye disorders. Consult your Eye Care Professional 
for more information. 

INDICATIONS 

NaturalVue (etafilcon A) Enhanced Sphere 1 Day Daily Disposable Soft (Hydrophilic) Contact Lenses are indicated 
for daily wear for the correction of ametropia (myopia and hyperopia) in aphakic and/or non-aphakic adults and 
pediatric patients with non-diseased eyes. NaturalVue contact lenses help protect against the transmission of harmful 
UV radiation to the cornea and into the eye. The lenses are intended for single use disposable wear. Lenses should 
be discarded after removal from the eye. 

NaturalVue (etafilcon A) Enhanced Toric Daily Disposable Soft (Hydrophilic) Contact Lenses are indicated for daily 
wear for the correction of ametropia (myopia, hyperopia, and/or astigmatism ≤10.00 DC) in aphakic and/or non-
aphakic persons with non-diseased eyes. NaturalVue contact lenses help protect against the transmission of harmful 
UV radiation to the cornea and into the eye. The lenses are intended for single use disposable wear. Lenses should 
be discarded after removal from the eye. 
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NaturalVue (etafilcon A) Multifocal 1 Day Daily Disposable Soft (Hydrophilic) Contact Lenses are indicated for 
reducing the rate of myopia progression and slowing eye growth in pediatric patients  as well as for daily wear for the 
correction of ametropia (myopia, hyperopia, and/or astigmatism ≤3.00 DC), and/or presbyopia in non-aphakic adults 
and pediatric patients with non-diseased eyes and who may require a reading addition of up to +3.00 D. NaturalVue 
contact lenses help protect against transmission of harmful UV radiation to the cornea and into the eye. The lenses 
are intended for single use disposable wear. Lenses should be discarded after removal from the eye. 

NaturalVue (etafilcon A) Enhanced Multifocal 1 Day Daily Disposable Soft (Hydrophilic) Contact Lenses are indicated 
for reducing the rate of myopia progression and slowing eye growth in pediatric patients  as well as for daily wear for 
the correction of ametropia (myopia, hyperopia, and/or astigmatism ≤3.00 DC), and/or presbyopia in non-aphakic 
adults and pediatric patients with non-diseased eyes and who may require a reading addition of up to +3.00 D. 
NaturalVue contact lenses help protect against transmission of harmful UV radiation to the cornea and into the eye. 
The lenses are intended for single use disposable wear. Lenses should be discarded after removal from the eye. 

NaturalVue (etafilcon A) Enhanced Multifocal Toric Daily Disposable Soft (Hydrophilic) Contact Lenses are indicated 
for daily wear reducing the rate of myopia progression and slowing eye growth in pediatric patients  as well as for 
daily wear for the correction of ametropia (myopia, hyperopia, and/or astigmatism ≤10.00 DC), and/or presbyopia in 
non-aphakic adults and pediatric patients with non-diseased eyes and who may require a reading addition of up to 
+3.00 D. NaturalVue contact lenses help protect against transmission of harmful UV radiation to the cornea and into 
the eye. The lenses are intended for single use disposable wear. Lenses should be discarded after removal from the 
eye. 

The lenses are intended for single-use disposable wear. Lenses should be discarded after removal from the eye. 

CONTRAINDICATIONS, WARNINGS, PRECAUTIONS AND ADVERSE REACTIONS 

Refer to Instruction for Use for CONTRAINDICATIONS, WARNINGS, PRECAUTIONS and ADVERSE REACTIONS. 

GENERAL FITTING GUIDELINES 

SELECTION OF PATIENTS 
• NaturalVue (etafilcon A) Daily Disposable Soft (Hydrophilic) Contact Lenses are indicated for daily wear for vision 

correction of refractive ametropia (myopia and hyperopia), and/or astigmatism, and/or presbyopia, and/or myopia 
progression control in aphakic and/or non-aphakic persons with non-diseased eyes. 

• The lens is intended for single-use disposable wear. 
• Persons who require vision correction and who would not or could not adhere to a recommended wear and care 

regimen for NaturalVue (etafilcon A) Daily Disposable Soft (Hydrophilic) Contact Lenses or are unable to place 
and remove the lenses should not be provided with them. Failure to follow handling and wearing instructions could 
lead to serious eye infections that might result in corneal ulcers. 

• Patient communication is vital because it relates not only to patient selection, but also to ensuring patient 
compliance. It is also necessary to discuss the information contained in the Patient Information Booklet with the 
patient at the time of the initial examination. 

• Patients selected to wear NaturalVue (etafilcon A) Daily Disposable Soft (Hydrophilic) Contact Lenses should be 
chosen for their motivation to wear contact lenses, general health and cooperation. The Eye Care Professional 
must take care in selecting, examining and instructing contact lens patients. Patient hygiene and willingness to 
follow practitioner instructions are essential to their success. 

• A detailed history is crucial to determining patient needs and expectations. Your patient should be questioned 
regarding vocation, desired lens-wearing time (full or part-time), and desired lens usage (reading, recreation or 
hobbies).  

• Initial evaluation of the trial lens should be preceded by a complete eye examination, including visual acuity with 
and without correction at both distance and near, keratometry and slit lamp examination. 

• It is normal for the patient to experience mild symptoms such as lens awareness, variable vision, occasional 
tearing (watery eyes) and slight redness during the adaptation period. Although the adaptation period varies for 
each individual, generally within one week these symptoms will disappear. A scheduled follow-up visit is advised. 
If these symptoms persist, the patient should be instructed to contact their Eye Care Professional. 

FITTING GUIDELINES – Sphere 

FITTING PROCEDURE 
• Perform a preliminary evaluation to determine distance refraction as well as to rule out contraindications to contact 

lens wear as described in the Instructions for Use. 
• Lens power is determined from the patient’s spherical equivalent prescription corrected to the corneal plane (i.e., 

corrected for the vertex distance used for the refraction)  
• Make the initial base curve selection if more than one is available. In clinical tests, the NaturalVue (etafilcon A) 

SPHERE Daily Disposable Soft (Hydrophilic) Contact Lenses in the 8.5mm/14.2mm parameters have performed 
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successfully on eyes with a range of keratometry readings. However, corneal curvature measurements should be 
performed to establish the patient’s baseline ocular status. Trial lenses should be placed on each of the patient’s 
eyes and evaluated after the patient has adjusted to the lenses.  

• Place the lens on the eye. Allow the lens to remain on the eye long enough to achieve a state of equilibrium. Small 
variations in the tonicity, pH or the lens solutions and individual tear composition may cause slight changes in 
fitting characteristics. 

• If the initial lens selection covers the patient’s cornea fully, provides discernible movement (0.10mm to 0.30mm 
after blink) or is mobile using the push-up test, is comfortable for the patient and provides satisfactory visual 
performance, it is a well-fitted lens and can be dispensed. (See Criteria for a Well-Fitted Lens under CLINICAL 
ASSESSMENT). 

• Full coverage of the cornea is defined as the lens edge extending beyond the limbal area in all directions. Initial 
lens evaluation should be done after at least 10 minutes of lens wear to allow the lens to stabilize and any tearing 
to subside. 

• Following a blink, the lens should move vertically on the patient’s eye about 0.10mm to 0.30 mm. Using a slit lamp, 
this movement can be estimated by comparing it with the one-millimeter lens peripheral bevel width. 

• The Push-up Test is also a reliable indicator of a well-fitted lens. With the patient looking straight ahead, use your 
index finger on the patient’s lower lid to nudge the edge of the lens upward while observing lens movement, then 
pull the lid back down and observe the return of the lens.  A well-fitted lens will move freely upward, stopping 
shortly after passing the limbus and then return freely to its original position. 

• When lenses are dispensed for vision correction, the wearer must be supplied with an appropriate wearing regimen 
and must fully understand all lens handling and emergency lens care instructions to prevent lens damage as 
described in the Instructions for Use. 

CLINICAL ASSESSMENT 
• Criteria for a Well-Fitted Lens 

- sufficient lens movement to allow tear exchange under the lens during a blink in either primary or upward gaze 
- good centration in primary gaze and full corneal coverage in all fields of gaze 
- satisfactory results on the push-up test 
- good comfort and a stable visual response (with over-refraction if needed) 

 
• Characteristics of a Tight Lens 
A tight lens fit should not be dispensed. A tight lens fit would display some or all of the following characteristics: 

- insufficient or no lens movement during a blink in either primary or upgaze 
- unsatisfactory results on the push-up test showing a lens that resists movement, remains decentered or 

returns slowly to its original position 
- good comfort 
- fluctuating vision between blinks 

 
• Characteristics of a Loose Lens 
A loose lens fit should not be dispensed. A loose lens fit would display some or all of the following characteristics: 

- Excessive movement in either primary or upgaze 
- poor centration in primary and upgaze 
- unsatisfactory results on the push-up test showing a lens that moves very easily, remains decentered or 

returns very quickly to its original position or even drops down lower than its original position 
- reduced comfort 
- vision may be blurred after the blink 

FITTING GUIDELINES – Multifocal 

FITTING PROCEDURE 

NaturalVue (etafilcon A) [Enhanced and classic] Multifocal Daily Disposable Soft (Hydrophilic) Contact Lenses uses 
a unique extended depth of focus design, which allows a single universal ‘ADD’ power to provide optimal intermediate 
and near vision for a large range of reading additions, while maintaining clear distance vision. NaturalVue contact 
lenses are easy to fit, as the starting lens powers are the same as the patient’s distance spherical contact lens powers 
(i.e. vertex corrected spherical equivalent lens powers). 

Perform a preliminary evaluation to determine distance and near refraction as well as to rule out contraindications to 
contact lens wear as described in the Instructions for Use. 
 
• Ideal Candidates: 

- refractive cylinder ≤ 1.00 D 
- Emphasis on tasks where it is advantageous to have objects simultaneously in focus over a large range of 

viewing distances 
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- Expectations consistent with actual everyday visual demands 
- Motivated to wear lenses and understands that vision may not always be as sharp as with spectacles (since 

spectacles would also generally contain a cylindrical correction) for some distances or lighting conditions 
- Unable to adapt to monovision correction 

 
• Less than Ideal Candidates: 

- Critical or very fine visual demands at both distance and near 
- Refractive cylinder > 1.00 D (any axis) in one or both eyes  
- Monocular distance acuities poorer than 20/20 with spherical equivalent refractive correction 
- Myopic anisometropia where the refractive error for one of the two eyes is low (< -1.50 D) and has not been 

habitually corrected 
- Highly satisfied, adapted monovision or highly satisfied, adapted current multifocal contact lens wearers 
- Any other contraindications to successful contact lens wear such as tear abnormality or lid margin disease 

Initial Lens Selection 
• Start by performing a Best corrected spectacle refraction (BCSR) at the time of the initial lens fitting, reaching "1 

click into green” on Duochrome. 
• Determine ocular dominance using your preferred method. A sensory method using a +1.50 D or +2.00 D loose 

lens is suggested. The dominance determination will help with any small power adjustments that may be needed. 
• The initial diagnostic trial lens power is determined from the patient’s spherical equivalent DISTANCE prescription 

corrected to the corneal plane (i.e., corrected for the vertex distance used for the refraction). It is important to get 
the distance vision clear with this lens design and refracting to the 20/15 line is recommended. 

• Use the NaturalVue® Multifocal QuickStart Calculator, it will calculate the initial diagnostic trial lens power based 
on the vertex distance and taken into account of the patient’s astigmatism: www.naturalvuecalculator.com 

• In clinical tests, NaturalVue (etafilcon A) Multifocal Contact Lenses in the 8.3mm/14.5mm parameters have 
performed successfully on eyes with a range of keratometry readings. However, corneal curvature measurements 
should be performed to establish the patient’s baseline ocular status. Trial lenses should be placed on each of the 
patient’s eyes and evaluated after the patient has adjusted to the lenses.  

• Place the lens on the eye. Allow the lens to remain on the eye long enough to achieve a state of equilibrium. Small 
variations in the tonicity, pH or the lens solutions and individual tear composition may cause slight changes in 
fitting characteristics. 

• If the initial lens selection covers the patient’s cornea fully, provides discernible movement (0.10mm to 0.30mm 
after blink) or is mobile using the push-up test, is comfortable for the patient and provides satisfactory visual 
performance, it is a well fitted lens and can be dispensed. (See Criteria for a Well-Fitted Lens under CLINICAL 
ASSESSMENT). 

• Full coverage of the cornea is defined as the lens edge extending beyond the limbal area in all directions.  
• Initial lens evaluation should be done after at least 10 minutes of lens wear to allow the lens to stabilize and any 

tearing to subside. Encourage the patient to read (phone, magazine, eye chart etc.) during the lens settling time. 
• Following a blink, the lens should move vertically on the patient’s eye about 0.10mm to 0.30 mm. Using a slit lamp, 

this movement can be estimated by comparing it with the one-millimeter lens peripheral bevel width. 
• The Push-up Test is also a reliable indicator of a well-fit lens. With the patient looking straight ahead, use your 

index finger on the patient’s lower lid to nudge the edge of the lens upward while observing lens movement, then 
pull the lid back down and observe the return of the lens. A well-fitted lens will move freely upward, stopping shortly 
after passing the limbus and then return freely to its original position. 

CLINICAL ASSESSMENT 
• Criteria for a Well-Fitted Lens 

- sufficient lens movement to allow tear exchange under the lens during a blink in either primary or upward gaze 
- good centration in primary gaze and full corneal coverage in all fields of gaze 
- satisfactory results on the push-up test 
- good comfort and a stable visual response (with over-refraction if needed) 

 
• Characteristics of a Tight Lens 
A tight lens fit should not be dispensed. A tight lens fit would display some or all of the following characteristics: 

- insufficient or no lens movement during a blink in either primary or upgaze 
- unsatisfactory results on the push-up test showing a lens that resists movement, remains decentered or 

returns slowly to its original position 
- good comfort 
- fluctuating vision between blinks 

 
• Characteristics of a Loose Lens 
A loose lens fit should not be dispensed. A loose lens fit would display some or all of the following characteristics: 

- Excessive movement in either primary or upgaze 
- poor centration in primary and upgaze 
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- unsatisfactory results on the push-up test showing a lens that moves very easily, remains           decentered 
or returns very quickly to its original position or even drops down lower than its original position 

- reduced comfort 
- vision may be blurred after the blink 

 

Evaluation of the Lenses 
• At the end of the settling period, ask the patient to assess vision at distance, intermediate            and near under 

binocular conditions. 
*Best Success Tip: Use real world assessments (e.g., looking out a window, checking cell phone, reading a 
magazine, reading a watch, etc.). 
• Record monocular and binocular distance and near visual acuities. 
• Assess lens fit and movement. 
*Best Success Tip: The lens is designed to provide a well-centered, minimal movement fit. A gentle nudge of the 
lens with the push-up test should show the lens to move upon push-up even if it is not moving with a blink. 

Over-Refraction and Lens Changes 
Over-refraction is not necessary with NaturalVue Multifocal. 
*Best Success Tip: The most important power selection needed to get a successful fit with this design, is the power 
to obtain clear distance vision.   
 

Improving Vision  
It is important to remember two things with this multifocal contact lens design: 
1. The initial diagnostic trial lens power is determined from the patient’s spherical equivalent DISTANCE prescription 
corrected to the corneal plane (i.e., corrected for the vertex distance used for the refraction).  
2. The most important power to get a successful fit with this lens design is the power needed to obtain clear distance 
vision. It is important to get the distance vision clear with this lens design before fine-tuning the intermediate or near 
vision. It is highly recommended that the NaturalVue Multifocal calculator be used to most efficiently determine the 
starting lens powers (www.naturalvuecalculator.com) 

- If this optimal lens power does not provide acceptable vision at either distance or near, , follow these 
guidelines: 

- Distance Vision and Distance Symptom Complaints: Add -0.25 D to the on eye diagnostic lens power, 
starting with the DOMINANT eye and then adding another -0.25 D to the on eye diagnostic lens power on the 
DOMINANT eye if needed, then -0.25 D to the on eye diagnostic lens power to the NON-DOMINANT eye only 
if needed. If the patient demonstrates an over refraction or lens power change of greater than -0.50 D, recheck 
the original distance refraction. NOTE: Post-LASIK patients with a flat central cornea may require more extra 
minus power than what is described here due to the physical fit of the lens over the flat central cornea. 

 
- Near Vision and Near Symptom Complaints: Add +0.25 D to the on eye diagnostic lens power, starting with 

the NON-DOMINANT eye, and then adding another +0.25 D to the on eye diagnostic lens power to the NON-
DOMINANT eye if needed, and then +0.25 D to the on eye diagnostic lens power to the DOMINANT eye only 
if needed, to further improve near vision.  

• After these lens changes another 10-minute settling period is not necessary. If vision is acceptable for both 
distance and near, check lens fit, and proceed with dispensing.  

o  
 Vision generally improves over the first 1-2 days with the NaturalVue (etafilcon A) Multifocal lens. A follow-

up visit at 2-5 days is recommended to check that the patient is able to perform most daily visual tasks. 
o  

RECOMMENDED WEARING AND FOLLOW UP SCHEDULE  

The prescribing Eye Care Professional for each individual patient, based upon a full examination and patient history 
as well as the practitioner’s experience and professional judgment should determine the wearing schedule. Patients 
should be given a wearing schedule and carefully instructed on the handling and care of their lenses as discussed in 
the Instructions for Use. Also be sure to complete the personal wearing/replacement schedule record in the patient 
information booklet. The lens is intended for single-use, daily disposable wear. (See the factors discussed in the 
WARNINGS section.)  
  
Follow up examinations are necessary to ensure continued successful contact lens wear and to ascertain the effects 
of the lenses on the eyes. The following schedule is a suggested guideline for daily wear contact lenses follow up: 
• 24 hours post-dispensing 
• 7 days 
• 1 month 
• 3 months 
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• every 6 months thereafter 

HANDLING OF LENSES 

• Always wash, rinse and dry hands before handling contact lenses.  
• All traces of soap, perfumes, hair sprays, creams and lotions should be removed from your hands and around the 

eyes.  
• Keep your nails trimmed and clean – long fingernails can tear or split contact lenses.  
• Avoid picking up lenses with your fingernails – they can only be held safely between the fingertips or with soft 

plastic tipped tweezers specially designed for contact lenses.  
• Do not touch your lenses with sharp, pointed objects (fingernails, pens, etc.).  
• Never allow lenses to dry out and never try to insert them when they are in a dehydrated state.  
• Do not use the lens if the blister pack is open or damaged.  
• Never use expired lenses or solutions. 
• Verify that the lens is right side out. The lens should assume a natural, curved, bowl-like shape. If the lens 

edges tend to point outward, the lens is inside out. Another method is to gently squeeze the lens between the 
thumb and forefinger. The edges should turn inward. If the lens is inside out, the edges will turn slightly outward. 

LENS PLACEMENT 
To avoid confusion, make it a habit of inserting the same lens first. Check the lens is clean and moist – if not, rinse 
with contact lens care saline or multipurpose solution. DO NOT ever rinse a contact lens with tap water or saliva. 
 
Check the lens is not inside out. And then follow these steps to apply the lens to your eye:  
• Balance the lens on the tip of your forefinger.  
• Pull the lower lid down with the middle finger of the same hand.  
• Hold the upper lid firmly from above with the middle finger of the other hand. Make sure the finger is placed just 

where the eyelid meets the eyelashes.  
• The eye is now wide open and the cornea exposed.  
• Place the lens directly on the eye. Move your eyes around to help center the lens.  
• Release the lower and then the upper lid. Look down and gently close the eyes. Rub the top lid lightly to rub out 

any trapped air bubbles.  
• If the lens is not properly centered on the cornea, gently manipulate by using fingertips and eyelids. 

LENS REMOVAL 
• Place index finger on the lens.  
• Look up.  
• Slide lens to white part of the eye using index finger.  
• Gently squeeze the lens between thumb and forefinger to remove the lens. 

PATIENT LENS CARE DIRECTIONS  

• Daily disposable (single use) lenses are discarded upon removal from the eye each day. 
• Patients should be instructed to have a spare pair of lenses with them at all times. 
Clinical studies have shown that there is an increased risk of adverse effects for soft contact lenses that are reused 
versus those that are discarded after each use. 

REPORTING OF ADVERSE REACTIONS 

If any serious incident has occurred in relation to the wearing of NaturalVue contact lenses occurs, it should be 
reported to the competent authority of the EU Member State in which the user and/or patient is located and to the 
manufacturer: 
Visioneering Technologies, Inc. 
4400 North Point Parkway, Suite 265 
Alpharetta, GA 30022 
Tel: 00-1-844-884-5367 x102 
global.vtivision.com/practitioner/report-concern/ 

HOW SUPPLIED 

Each NaturalVue Multifocal 1 Day contact lens is supplied sterile in a blister pack containing borate buffered saline 
solution. In the European Union, borates (boric acid & sodium borate) are defined as CMR 1B substances in a 
concentration above 0.1% w/w. Using conservative estimates for exposure, the boron level in this saline solution 
does not present a risk to the patient, including the pediatric setting (i.e., ages 2-12 per the EMA grouping).  
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NaturalVue Enhanced Multifocal 1 Day and NaturalVue Enhanced Sphere contact lenses additionally contain 
Tween 80, sodium hyaluronate, and polyethylene glycol in the borate buffered saline solution. 
 
The blister foil is labeled with the base curve, diameter, diopter power, manufacturing lot number, manufacturing date 
and expiration date of the lens.  
 
Lenses are supplied in cartons of 10, 30 or 90 lenses. 
 
Revision Date: October 2026 
 


